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EXECUTIVE SUMMARY
In August of 1996, the Applied Radiation Measurements Department (ARMD) of the Waste Management and Remedial Action Division (WMRAD) at Oak Ridge National Laboratory (ORNL) was tasked with characterizing the radiation fields in the C1 and C2 Liquid Low Level Waste (LLLW) tank vault located at OWL. These in-situ measurements were made to provide data for evaluating the potential radiological conditions for personnel working in or around the vault during future activities. Measurements were made using a Teletector, Shonka-Wyckoff ionization chamber, thermoluminescent dosimeters (TLDs), neutron bubble dosimeters, and Slodium Iodide (NaI) and High Purity Germanium (HPGe) detectors for gamma spectrometry.
The Teletector and Shonka-Wyckoff ionization chamber were used to measure gamma-ray exposure rates. The TLDs measured gamma and beta doses, while the neutron bubble dosimeters measured the neutron dose. Gamma spectrometry was performed to identify the dominant radionuclides contributing to the radiation field. The tank vault was accessed through six boreholes (three on each East and West sides of the vault). Of the three boreholes on each side of the vault, two were directly above the tanks, while the third and middle borehole was located in between the tanks. Radiation measurements were made using the dose and exposure rate instruments at several points down the boreholes located over the tanks, up to the swlface of the tank. For the middle boreholes radiation measurements were made using TLDs and the Shonka%7yckoff ionization chamber down to the floor of the vault. A neutron bubble dosimeter measurement was made at the bottom of the vault as well. Telector measurements were made down the middle borehole to within 7 feet of the vault floor. Within the vault the radiation dose rates range from 2 re& to 1 1.6 re&.
The highest readings were observed near the bottom of the tanks, ostensibly where the radioactive sludge is concentrated. The dose rate readings observed at the top of the tanks to the roof of the vault were nominally in the range of 2 to 3 re&.
The elevated dose rates of above 5 re& observed over the C 1 tank at borehole E 1 is probably due to the proximity of very radioactive piping to the measurement location. Gamma spectrometry measurements using a NaI detector were performed for all the bore holes on the East side of the vault. On the West side of the vault, gamma spectrometry was performed using a HPGe detector on boreholes W1 and W2 (over the tanks). Dose measurements made at the top ofthe borehole openings generally resulted in low gamma exposure and dose rate readings. Exposure rate measurements taken on top of the shield, with the borehole plugs inserted, were less than 0.1 m€Uhr. Gamma spectrometry of the C1 tank showed mostly 137Cs, with Is2Eu present at half the intensity of the '37Cs. The C2 tank indicated the presence of 137Cs, with 6oCo at approximately 60 times less intensity than the 137Cs. Neutron dose rate measurements made with neutron bubble detectors (within the tank vault) showed that the neutron dose rate, if any, is below the 2 mR/hr sensitivity limit of the bubble detectors. No contamination was found on the mleasurement equipment after it was extracted from the tank vault.
INTRODUCTION
In August of 1996, the Applied Radiation Measurements Department (ARMD) of the Waste Management and Remedial Action Division (WMRAD) at Oak Ridge National Laboratory ( O N ) was tasked with characterizing the radiation fields in the C1 and C2 Liquid Low Level Waste (LLLW) tank vault located at ORNL. These in-situ measurements were made to provide data for evaluating the potential radiological conditions for personnel working in or around the vault during future planned activities. This report describes the locations where measurements were made, the types of radiation detection instruments used, the methods employed, the problems encountered and resolved, and discusses the results obtained.
Description of the C1 and C2 Tanks
The C1 and C2 waste storage tanks were built in 1964 to accommodate hot (thermal) waste with activities up to 2,800 Curies per gallon [WM 911 . The two tanks are located in an underground reinforced concrete vault. Modifications to the tanks were made in 1984 to allow for their use as feed tanks. The tanks are presently being used to store LLLW.
Measurement Locations
Exposure rate and dose readings were taken at six locations in the C1 and C2 tank vault. These locations are 3-inch boreholes made through the roof of the vault. The roof of the tank vault is made of three feet thick reinforced concrete. There are three boreholes on each side of the tank vault (i.e., East and West). For each set of three boreholes, two are located directly above the tank centerline, while the third borehole was made over the middle of the two tanks. The bore holes on the Eastern side of the vault are named El, E2, E3 and the boreholes on the Western side of the vault W1, W2, and W3. Boreholes El and W1 are directly over the C1 tank while E2
and W2 are over the C2 tank. The boreholes E3 and W3 are located over the middle of the space between the C 1 and C2 tanks. 
1..3 Work Conditions
The work was performed in a radiologically controlled area, both fiom the standpoint of contamination control and direct radiation exposure to personnel. Dress-out in a Tyvek suit and cotton work gloves was required in weather conditions ranging from sunny (with temperatures of 90°F) to heavy rain. The background radiation where the work was performed was approximately 0.5 Detectors, cabling, and associated hardware within the controlled area were bagged-out (placed inside plastic sleeving) for the duration of the measurements. All the equipment lowered into the tank vault was checked for contamination after removal from the vault. No contamination was detected on any of the equipment.
2.0
INSTRUMENTATION
In order to perform a thorough characterization of the radiation fields present around the C 1 and C2 tanks, two types of penetrating radiation were measured -neutrons and gamma-rays. Other types of radiation, such as alpha and beta particles, are non-penetrating. The presence of the nonpenetrating radiation was checked by collecting swipes of the portions of measurement equipment which were believed to have come in contact with the tank surface and vault floor.
Tlhe swipes were then checked for the presence of "transferable activity,, or loose contamination. Tlhe instruments used to measure the neutrons and gamma-rays are described in this section.
Gamma-ray Dose Rate
Tlhree types of instruments were used to measure the gamma-ray dose rates in the vicinity of the tanks. The instnunents included thermoluminescent dosimeters (TLDs), a Shonka-WyckoE ionization chamber, and a Xetex Teletector survey meter.
Harshaw TLDs (TLD-700) were used to measure beta-gamma doses. After each use, the TLDs are processed with a TLD reader to determine the absorbed dose equivalent. The TLDs are designed to be worn by radiation workers and are optimized for radiation protection usage. The manner in which the TLDs were used in this project is considered "non-standard" and, hence, the results must be interpreted with this in mind.
The Shonka-Wyckoff ionization chamber is an air-equivalent chamber used for making accurate measurement of exposure and exposure rates. This instrument is used with an electrometer to measure the charge collected by the detector. Using a calibration factor, the charge -expressed in Coulombs -is converted to an exposure or exposure rate.
The Teletector is a radiation survey instrument with an extendable Geiger Mueller probe designed for use in special radiation measurement situations, e.g., for hard to reach locations or where more distance between the radiation source and surveyor is desired. This hand-held instrument can be used to make measurements in gamma radiation fields ranging up to 1,000 R/hr.
Neutron Dose Rate
Neutron dose rates were measured using neutron bubble dosimeters. The bubble dosimeters are transparent tubes, approximately 3 inches long, containing "tiny, superheated droplets of a detector liquid uniformly dispersed in a fm, elastic polymer" ung 841. Neutrons stiking a droplet result in the local formation of gas bubbles within the polymer matrix. These bubbles can then be visually counted to obtain the neutron dose, after employing a suitable calibration constant.
Gamma-ray Energy Spectra
Gamma-ray energy spectra were acquired with a sodium iodide (NaI) scintillation detector. The detector is 2 inches in diameter and the detector crystal is approximately 2 inches long. The resolution of the detector is approximately 10% at 662 keV (energy of 137Cs). This detector was chosen due to its small size for insertion into the borehole. This detector was used in conjunction with an ORTEC NomadTM system. The Nomadm is capable of delivering bias voltage (+lo00 V for this detector) and contains an amplifier and analog-to-digital convertor (ADC). The amplifier had a shaping time of 1 ps and a gain of 50. The ADC has conversion time of 5 ps for 5 12 channels. With these shaping and conversion times, the count rate limitation is approximately 1/5 ps or 2 E+5 counts per second for 100 % deadtime. The detector used in these measurements had a 50% deadtime, and thus we conservatively estimate that the detector produced a count-rate of 100,000 counts per second.
A High Purity Germanium (HPGe) detector was also used to collect gamma-ray energy spectra. This detector has a lower efficiency (25% of the Nd detector) but higher resolution (2 keV at 1332 keV) compared to the NaI detector. The gain setting for the amplifier used with this detector was set to 28. The HPGe was utilized to corroborate the lower resolution spectra taken at the East side of the tank vault. The higher resolution allows greater discrimination between the various gamma rays, resulting in more accurate radionuclide identification.
METHODS
To obtain the gamma-ray dose profile in the C1 and C2 tank vault, TLDs were attached to a weighted string, placed in protective plastic sleeving to prevent contamination of the TLDs, and lowered into the tank vault. The dosimeter string, with TLDs placed at 1 to 2 foot intervals, would reside in the vault for a period of approximately 30 minutes (see Figure 3 .1). Once the planned irradiation interval had elapsed, the dosimeter string would be retrieved from the vault. The plastic sleeving would then be wiped and checked for contamination. Thereafter, the plastic slleeving would be removed. The TLDs are then collected and sent to the ORNL External Dosimetry Group for processing.
A neutron bubble dosimeter was attached to the end of each dosimeter string used for the middle boreholes (E3 and W3). -The neutron dosimeters had minimum detection sensitivities of approximately 2 mrem, Le., each bubble that is generated corresponds to a dose equivalent of 2 mrem. After the dosimeter string is removed from the vault, the neutron dosimeters were removed from the dosimeter string and visually inspected for the appearance of bubbles.
Ecposure rate readings were obtained using the Shonka-Wyckoff ionization chamber. The Slionka chamber and the signal cable was encased in plastic sleeving (to prevent contamination) and lowered down into the tank vaults. The electrometer used with the Shonka chamber was positioned outside the contamination area. Exposure readings were taken at several depths and locations, e.g., on top of each tank, at the roof of the vault, and on the floor of the vault.
Typically, exposure readings were taken for a 3 to 5 minute duration. For measurements made on the West side of the tanks, the "counting time" had to be reduced to 3 minutes to accommodate job scheduling.
Aldditional exposure rate readings were obtained by a Radiation Control Technician (RCT) using a 'Teletector. These readings were made at the top of each borehole, at the roof ofthe tank vault (3 feet below the top of the borehole), at the top of each tank on the West and East sides of the tank vault, and at several locations down the two middle boreholes.
The NaI scintillation detector was placed with the majority of the crystal over the borehole or to a ]point where the deadtime in the analog-to-digital converter (ADC) did not exceed 50%. In all cases, the detector was not inserted within the borehole. A spectrum was accumulated for a cciunt-time of 5 minutes. The HPGe detector was used in the same fashion as the NaI detector.
A photograph of the NaI detector is shown in Figure 3. 2.
An energy calibration for both detectors had previously been computed with small check sources. Tlie large presence of 137Cs allowed an "in-beam" energy calibration. Due to the large uncertainty in source geometry and borehole collimation, no absolute efficiency @e. conversion to curies of 137Cs) was possible. It was, however, possible to produce a relative efficiency calibration (i.e. the amount of 137Cs compared to another isotope) using data from a table of isotopes [Lederer 781. 
RESULTS
Dose and Exposure Rate Results
The gamma-ray dose' and exposure2 rates for the C 1 and C2 tank vault are presented in Tables 4.1 to 4.6 below. The first column of each table is the vertical distance fiom the bottom of the vault (i.e., the floor of the vault) at which the radiation measurement was obtained. The second column shows the TLD results expressed in dose equivalent units of re&. The third column contains the results of measurements made using the Teletector. Although photon exposure rates were measured using the Shonka-Wyckoff ionization chamber, the results obtained were deemed unreliable and were discarded. The Shonka-Wyckoff ionization chamber is an air equivalent ion chamber that measures charge. This instrument is very sensitive to temperature and pressure fluctuations. The large disparity between atmospheric conditions at the top of the vault shield and the interior of the well-enclosed vault adversely affected the Shonka chamber measurements. These results are provided in Appendix B. It should be noted that the measurements made within the vault showed fairly good consistency. However, with the availability of the Teletector results, it was decided that a third data set (provided by the Shonka chamber) for comparative purposes was not needed.
Overall, the TLD results provided the best representation of the radiation profile in the tank vault. This was due to the number of TLDs used (more data points spread over the vertical axis) and the consistency of the results obtained. As noted in Section 2.0, the TLDs were used in a "non-standard" geometry. However, the Teletector results can be used as a rough benchmark for accuracy, taking into account the geometry and detector response differences. Results of the measurements show that gamma-ray dose rates ranging from 2 to 1 1.6 re& were detected in the vault at the measurement locations. The observed gamma radiation levels at both ends of the C2 tank were consistent, ranging from 2.2 R/hr to 2.9 Rihr at the ceiling of the vault to the top of the tank, respectively. For the C1 tank, readings of approximately 2 R/hr were observed under the W1 borehole while readings in the 5 lUhr range were observed in the area under the El borehole. The elevated readings are probably due to the presence of radioactive piping nearby the El measurement locations. Based on the vertical dose rate profile, there appears to be an association between dose rate and the sludge height. The highest dose rate readings were observed towards the bottom of the tanks. A pictorial depiction of the tanks and the dose rates measured is shown in Figures 4.1 and 4 .2.
Gamma Spectrometry Results
Two spectra were obtained for tanks C1 and C2. The eastern end of the tanks was examined using a 2-inch by 2-inch NaI scintillation detector. A HPGe detector was employed to characterize the gamma rays originating at the western end of these two tanks. Gamma-ray measurements at both the eastern and western ends of tank C2 indicate the presence of 137Cs (662 keV). Cobalt-60 was also detected, but it is estimated to be 60 times less than the intensity of '37Cs. A 795 keV from 134Cs was also detected, but there was no other identifiable cclrroborating gamma ray such as the 604 keV line. In the HPGe spectrum, typical background g a m a rays from 40K and U and Th daughters were obserced. The intensity of these gamma-rays are not significantly above background levels. No corroboration for the presence of 134Cs exists in the HpGe spectrum, but there is a "hump" at the point where the major 134Cs gamma rays are expected to lie in the spectrum (see Figures 4.3 and 4.4) .
Spectra taken at the eastern and western end corroborate that the C 1 tank contains 137Cs (662 ke:V) with a few other gamma-emitters. Europium-152 is present but w i t h half of the intensity of the Cs present within the tank. Six gamma rays from 15*Eu were found in the C1 tank, corroborating its presence. Also, 6oCo appeared in the HPGe spectrum of the western end of the tank. Several gamma rays fkom '%Eu were also detected. Estimation of the relative colncentration of the '54Eu is roughly 25-30% of the 137Cs concentration present within the tank.
The 6oCo strength is estimated to be less than 10% of 137Cs activity (see Figures 4.5 and 4.6).
A single NaI spectrum was obtained between the tanks at the eastern end. This spectrum is rather disappointing due to the presence of significant Compton scattering. The spectrum shows a continuum of gamma rays and no discrete gamma rays. This is due to the large distance from the tank and the fact that the gamma rays must scatter many times to reach the detector (see Figures 4.'7 and 4.8).
The concentration of Eu is estimated to be half that of Cs in the C1 tank. This means that the average energy of the gamma rays is higher than that for 137Cs. The Bicron RSO-50 is calibrated for 137Cs and consequently will not correctly read the total dose in this case. Hence, it may be appropriate that personnel monitoring account for the higher than average gamma ray energy.
4.:3
Vault Contamination and Surface Exposure Rates
All1 detectors and associated cabling that were introduced into the MVST vaults were wrapped in high-density plastic sheets and plastic sleeving. No contamination was found on the plastic sleeving or on the items introduced into the vaults.
Exposure rates were measured on top of the vault (at about 1 m above ground). Using a Bicron KSO-50, the exposure rates measured below 0.1 rnR/hr. 
CONCLUSION
Tlhe radiation measurements obtained within the tank vaults showed gamma radiation exposure rates ranging from 2 R/hr to 3 R/hr at the top of the tanks to the ceiling of the vault, with the exception of readings in the 5 R/hr range in the area under the El borehole. The elevated readings are probably due to the presence of radioactive piping nearby the E 1 measurement locations. Radiation measurements performed between the tanks on the East side ranged from 4.9 R/hr at the ceiling of the vault to a high value of 1 1.6 R/hr, registered near the bottom of the tank. On the West side, the in-between tanks measurements ranged from 2.3 R/hr to 10 R/hr. Once again, the lowest reading was at the ceiling of the vault and the highest readings were observed towards the bottom of the tank.
Dose measurements obtained at the top of the borehole openings generally resulted in low g a m a exposure and dose rate readings. Exposure rate measurements taken on top of the shield, with the borehole plugs inserted, were less than 0.1 mR/hr.
Gamma spectrommetry of the C1 tank showed mostly 137Cs, with lS2Eu present at half the intensity of the 137Cs. The C2 tank measurements indicated the presence of 137Cs, with 6oCo at approximately 60 times less than the 137Cs.
Neutron dose rate measurements made with neutron bubble detectors (within the tank vault)
showed that the neutron dose rate, if any, is below the 2 mR/hr sensitivity limit of the bubble detectors. Finally, no contamination was found on the equipment inserted into the tank vault. Step descriptions - 
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